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This paper describes for the first time an interferometric Rayleigh scattering system 
using dual-pass light recirculation (IRS-LR) capable of simultaneously measuring at 
multiple points two orthogonal components of flow velocity in combustion flows using single 
shot laser probing. An additional optical path containing the interferometer input mirror, a 
quarter-wave plate, a polarization dependent beam combiner, and a high reflectivity mirror 
partially recirculates the light that is rejected by the interferometer. Temporally- and 
spatially-resolved acquisitions of Rayleigh spectra in a large-scale combustion-heated 
supersonic axi-symmetric jet were performed to demonstrate the technique. Recirculating of 
Rayleigh scattered light increases the number of photons analyzed by the system up to a 
factor of 1.8 compared with previous configurations. This is equivalent to performing 
measurements with less laser energy or performing measurements with the previous system 
in gas flows at higher temperatures. 


I. Introduction 

M olecular-based optical diagnostics techniques capable of obtaining simultaneous measurements of multiple 
fluid properties are critically important for characterizing hypersonic air-breathing engines. Correlations 
between those properties lead to a more detailed understanding of complex flow behavior and aid in the 
development of multi-parameter turbulence models required for supersonic combustion engine flow path 
predictions. 1,2 

Temporally- and spatially-resolved laser-based techniques are used currently to probe supersonic combustion 
flows, for example: single-pulse coherent anti- Stokes Raman spectroscopy (CARS) 3 to measure H 2 -air supersonic 
combustion flow temperature and species concentration in a rectangular duct; CARS-IRS 4 consisting of the 
combination of an interferometric Rayleigh scattering system (IRS) 5 with a dual-pump CARS system on a common 
platform to probe an H 2 -air axisymmetric supersonic jet flow for temperature, species concentration, and two 
orthogonal components of velocity; and Rayleigh scattering techniques using a Fabry-Perot interferometer for 
spectral analysis 6 to probe H 2 -0 2 rocket plume flow to determine the average gas temperature, density, and velocity 
simultaneously. 

The Rayleigh scattering technique as described in Reference 5 uses a narrow-band pulsed laser beam to 
elastically scatter photons from molecules in the measurement volume. Receiving optics collect the Rayleigh 
scattered light (signal) from multiple angles, mix it every pulse with the probing laser light and analyze it spectrally 
with a planar interferometer (solid etalon). The spectra is Doppler shifted by a frequency proportional to the bulk 
velocity, the spectral width is proportional to the square root of the gas temperature, and the number of photons 
received is proportional to the gas density. To measure velocity, the spectra of the signal are analyzed for the 
Doppler frequency shift using the probing narrow laser spectrum (recorded simultaneously with the scattered 
spectrum on each interferogram) as a reference frequency. 

One drawback of this interferometric technique is its low collection efficiency and the inefficient spectral 
analysis of the photons collected. For example for a total of 4 x 10 17 photons per probing laser pulse deposited at the 
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Figure 1. Instrument configurations, (a), using dual laser beams for 
probing and one collecting optics, (b), using one laser beam for 
probing and two collecting optics, and (c) the spectral analysis system 
(SAS) using dual-pass light re-circulation. 

the instrument to measure at high temperatures without the requirement of 
the velocity field. 


measurement volume, only few million 
(11 orders of magnitude loss!) are 
normally received by the collecting 
optics, and only a few thousands are 
received by the detector. It is known 
that for constant gas properties and 
fixed instrument configuration, the 
number of photons scattered at the 
measurement volume is directly 
proportional to the incident laser 
energy. Obviously, to increase the 
Rayleigh signal, an increase in the 
laser energy deposited at the 
measurement location is required, and 
this method is mostly implemented. 

Unfortunately, laser induced gas 
breakdown limits the laser beam 
energy deposited at the measurement 
volume. One solution is to use an 
energy storage system or a pulse 
stretcher to deliver additional energy in 
bursts of pulses delayed in time to 
avoid the gas breakdown. Although 
this technique is relatively simple to 
implement, it is challenging when used 
in harsh environments, such as 
supersonic combustion test facilities, 
mostly due to the influence of acoustic 
noise and vibrations. Another way to 
increase signal is to recover the signal 
that is rejected by the spectral analysis 
system (required to analyze the 
Rayleigh signal) which usually 
contains a high reflectivity planar 
interferometer. In certain cases of 
predictable velocity fields this 
challenging problem can be amended 
by using a secondary cavity to reflect 
the rejected light back to the spectral 
analysis system. 7 

Here, we present a novel 
configuration of the IRS system using 
a planar etalon and a dual-pass light re- 
circulation system (IRS-LR) used to 
increase the signal intensity thereby 
the accuracy and the applicability of 
increasing the laser energy or knowing 


II. Experimental and Optical Setup 

The technique was developed and the tests were conducted at NASA Langley Research Center’s Direct Connect 
Supersonic Combustor Test Facility (DCSCTF) on an axisymmetric Mach 1.6 H 2 -air combustion-heated jet flow at 
sensible enthalpy levels of a Mach 5.5 hypersonic flight. The gas flow is vitiated air with the products of combustion 
of H 2 , air and 0 2 with 23.1 % by mass un-reacted 0 2 . These tests are performed simultaneously with CARS using 
the combined CARS-IRS instrument that uses a common path green laser beam for probing. 4,5 
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The following sections outline the instrument 
configuration used for measurements in this facility and 
present in more detail the spectral analysis system layout 
using signal recovery by dual-pass re-circulation. 

A. Previous Measurement Configurations 

The instrument shown in Figure 1, uses an injection 
seeded Nd:YAG laser system (532 nm, 9 ns pulse width, and 
0.005 cm" 1 bandwidth) as a narrow-band light source for 
probing gas molecules by scattering. A burst of polarized light 
generated by the laser system (not shown) is directed and 
focused using a first lens (Li) to a measurement volume within 
the gas medium, providing laser illumination from one 
direction. The laser burst, containing multiple collinear laser 
pulses separated in time about 18 ns, is used instead of a 
single laser pulse to avoid the laser induced gas breakdown 
and to increase the Rayleigh scattered signal (which is directly 
proportional to the laser energy). The total laser energy, of 
about 130 mJ/burst, is delivered at the measurement volume in 
about 40 ns. 

Two measurement configurations of the IRS system have 
been tested and used in these experiments. In a first 
implementation (dual-path laser probing), shown in Fig. 1(a), 
the un-scattered laser light passing through the measurement 
Figure 2. Single-shot interferograms containing volume, which is usually lost in a typical experiment, is then 
reference laser frequency (concentric ring received by a second lens L 2 , collimated and redirected back 
pattern) and Rayleigh scattering spectral toward the lens using a retro reflective device (not shown), 
information (horizontal pattern) used to solve The retro-reflected laser beam of the same polarization as the 
directly for two orthogonal components of initial beam is re-focused by this lens at the measurement 
velocity, (a), spatially separated spectra, and volume, providing a second direction of laser illumination, 
(b) overlapped spectra. an ti parallel with the first one. Laser light from both beams, 

elastically scattered in the measurement volume by the gas 
molecules, is collected by a third lens L 3 at an angle in a direction perpendicular to the laser polarization direction. 
This collected scattered light is then collimated to a smaller diameter by lenses L 4 and L 5 , combined with a fraction 
of the main laser light using a beam combiner, and passed through a solid etalon for spectral analysis. The last two 
optical components are part of the spectral analysis system (SAS) hardware. The interference fringe pattern formed 
by the lens L 6 at the output of the etalon is recorded by a CCD camera with electron multiplication gain. 
Synchronization pulses are used for the camera to match the laser pulse repetition rate of 20 Hz. The resulting 
interferograms, as shown in Fig. 2 (a), contain spectral information from multiple collecting angles (horizontal 
patterns) and the laser frequency (concentric ring pattern) used as reference. The figure uses a false color scale. The 
highest intensity is red followed by yellow, green, blue, and black as the lowest. Each horizontal pattern is the image 
of the laser beam from one viewing direction (spatially resolved) filtered spectrally by the etalon. The measurement 
volume resembles the laser beam pattern seen in the interferogram. This pattern defines up to six non-evenly spaced 
points distributed along 2 mm around of the laser beam focus. The furthest points in the center of the pattern are 
situated about 0.8 mm apart. The bisector of the angle formed by the laser beam and the viewing direction gives the 
direction of the velocity component being measured. Since the probing laser beams are anti-parallel, the two 
components of measured velocity are orthogonal. If the incident and retro-reflected laser beams are overlapped at 
the probe volume the spectra of light scattered from both illumination directions will overlap in the interferogram as 
shown in Fig. 2(b). If the flow velocity field is unknown, this results in an ambiguity of which velocity component is 
being measured. Therefore overlapped beams are avoided for this setup. 

The second implementation (dual-path collecting optics) is illustrated in Fig. 1 (b). The Rayleigh scattered light 
is collected from a single laser beam as described earlier but from two opposite directions using the mirror M r 
(concave mirror or the combination of a plane mirror and a lens) for one direction and the lens L 3 for the other. 
Thereafter, both collected beams, directly collected by lens L 3 and collected and retroreflected toward lens L 3 by the 
mirror M r , are combined in a single signal beam, and analyzed spectrally (by the SAS) in the same way as described 
in the preceding paragraphs. Interferograms that are similar with those shown in Fig. 2(a) are obtained every pulse 
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of the laser. As opposed to the first configuration, in this arrangement the signal fringe pattern displays an inward 
displaced Doppler shifted Rayleigh spectra for a positive velocity component being measured. 

If the beams are perfectly overlapped at the measurement volume, by tuning the mirror M r such to form a 
secondary resonant cavity with the input mirror of the interferometer, the arrangement can also re-circulate 
efficiently the Rayleigh signal light. An increase in intensity of up to 3.5 times was obtained in previous 
experiments. The interferogram pattern for this setup is similar to the interferogram pattern shown in Fig. 2(b). 
Practically, the setup can be used to measure two orthogonal velocity components only in certain special cases, e.g. 
having one component of velocity much bigger in magnitude than the other. 

The choice of configuration during experiments depends mostly on the laser beam stability and optical access to 
the flow from multiple directions. The use of dual-path receiving optics is influenced more by dust particles since 
the common recorded image apparently contains twice as many particles compared to the dual-path laser probing 
configuration. On the other hand the dual-path laser probing configuration is more affected by beam spatial 
instability that is associated with the longer path of the retro-reflected laser beam. This path is usually more than 3 m 
longer than the incident laser beam optical path for the beams to be temporally separated (9 nanoseconds pulse 
width traveling at the speed of light) and to avoid laser induced gas breakdown. 

In-house developed image processing software is utilized to extract the scattered light spatial and spectral 
information for both collecting directions and for the reference laser from each interferogram. These data are fit 
with simplified Rayleigh scattering models to determine the spectral broadening, the total number of photons, and 
the Doppler shift frequency of the spectra with respect to the reference laser frequency. The bulk velocity of the 
flow at multiple locations (defined by the fringe pattern) is calculated from the Doppler shift. 

B. Configuration Using Dual-pass Light Recirculation 

In the new implementation of the system using dual-pass light-recirculation sown in Fig. 1 (c), a planar mirror M r 
is situated on a second optical axis perpendicular to the first optical axis and passing through the polarization 
dependent beam splitter/combiner PBS. A quarter- wave plate QWP, changes the linear polarization of the Rayleigh 
scattered light beam to circular polarization. In a preferred arrangement 8 , the P-polarized (P) Rayleigh signal that 
passes through the PBS is changed to circular polarization (C) by the quarter- wave plate QWP. The mirrors of the 
planar Fabry-Perot interferometer FPI reflect most of the circularly polarized beam energy on the opposite direction 
on the optical axis toward the QWP. The beam polarization is changed thereafter to S-polarization (S) by the 
quarter-wave plate QWP, and the beam is reflected by the PBS toward the re-circulating mirror M r on a second 
optical axis perpendicular to the first optical axis. The re-circulating mirror M r is adjusted to reflect back the S- 
polarized beam in opposite direction on the second optical axis toward the PBS. Therefore, the PBS receives for the 
second time and directs the Rayleigh signal on the initial optical axis toward the interferometer FPI. In the next 
cycle the beam polarization is rotated back to P-polarization, the beam passes through the PBS on the first optical 
axis but in opposite direction, and consequently the remaining beam energy is lost. The half wave plate (HWP) 
adjusts the polarization direction of the input collimated beam for optimum pass at QWP. The high reflectivity 
mirror M r is also used for mixing the reference light with the signal without substantial loss of signal. This is 
performed by sending a collimated beam on the secondary optical axis through to the back of this mirror. Losses of 
the reference light by backward reflection caused by this high reflectivity mirror are not important since there is 
ample unused laser beam intensity available and very little beam energy is required to be transmitted for this 
purpose. 

The dual-pass light re-circulation system can be used in conjunction with any of the previous Rayleigh scattering 
configurations that uses a planar mirror interferometer or etalon for spectral analysis. The advantage from the 
practical point of view is its simplicity and robustness. In contrast with the dual-cavity light recirculation, this 
arrangement is less efficient as it will be shown next. 

III. Results and Discussions 

A. Signal Intensity with and without Light Recirculation 

The peak intensity of the fringe pattern is given by [Ii] m ax = IoT 2 /(l-R 2 ), where I 0 is the input beam intensity, T 
is the transmitted, and R is the reflected intensity, respectively. 9 In our case for an etalon with a reflectivity of R = 
0.87, only 6.7 % of the incident light is transmitted. For ideal non-absorbing and non- scattering mirrors the 
illumination at the peak of the fringes is unchanged by the insertion of the interferometer, but the additional 
absorption or scatter losses at the surface reduce this intensity by 10-25% depending on the optical components 
quality. The reflected intensity is complementary to the transmitted one and is given by [I R ] = 1-[I T ], which is in our 
example about 93 % of the incident light. As shown in Fig. 2, the transmitted reference fringe pattern, the Airy 
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(a) 




Figure 3. Single-shot spectra of mixed reference and 
Rayleigh scattered light with (black) and without (blue) light 
recirculation, (a) one pixel line, (b) 21 lines average around 
the row of maximum amplitude, and (c) normalized 
intensities. Spectra are obtained in stagnant air. 


instrument function, consists of bright circular 
pattern against a darker background. In the 
same way, the reflected pattern is of bright 
background with narrow dark fringes (much 
less light) positioned at the same location as the 
bright fringes of the transmitted pattern. 

If the incident beam is perfectly collimated, 
and if the reflected pattern is retro-reflected for 
the second time toward the interferometer 
without loses, the retroreflected beam will have 
no contribution to the transmitted intensity due 
to absence of photons in the region of peak 
intensity in the fringe pattern. Fortunately the 
degree of collimation is finite and can be 
modified using lens L 3 and also due to 
unavoidable surface and volume dispersion 
from optical components the retroreflected 
beam pattern of sharp dark fringes (usually 
narrower) is destroyed. Therefore, the 
retroreflected beam contributes substantially to 
the increase in intensity of the transmitted 
fringe pattern. 

Indeed, this is demonstrated in Fig. 3 which 
shows single-shot spectra of Rayleigh scattered 
light mixed with reference laser light obtained 
with the second instrument configuration (blue 
trace) and with the configuration of the 
instrument that uses the light recirculation 
technique (black trace). For simplicity, the 
interferograms were obtained in stagnant air 
(therefore the spectra have zero Doppler shifts) 
with the signal pattern (signal spectra) passing 
through the center of the interferogram. The 
reference light was reduced to a minimum, 
mostly to the light level of the background 


scattered light at the measurement location. The camera offset background was subtracted from each interferogram 
and the small contribution of the reference light was neglected in the following calculations. Figure 3(a) shows the 
intensity profile of one pixel row through the maximum intensity region of the signal, and Fig 3(b) shows an average 
of 21 rows around this row for both cases. The increase in signal intensity (black trace) is evident in these figures. 
Also it is found that this process has negligible influence on the instrument function. This is demonstrated in Fig. 
3(c), which shows the normalized nonlinear spectra of the signal with light recirculation (black trace) and without 
(blue trace). These two normalized spectra are almost identical. 

Table 1 exemplifies the measurements of the maximum (I m ) and the total number (I t ) of signal photoelectrons 
generated by the CCD. The regions of interest (ROI) from interferograms that are used for calculations are shown in 
the insets of the table. If the high reflectivity mirror M r is adjusted such that the recirculated image (RI) of the signal 
is placed on the interferogram next to the direct image (DI) in two parallel horizontal patterns as shown for a normal 
configuration in Fig. 2(a), about 71.4% of the signal is found in the retroreflected image RI. 


Interferogram (ROI) 

Description 

L (N e ) 

lm/lm|DI 

It (N e ) 

it/itb 


T f Y IPi l 1 1 

! 

Direct (DI) 

8821 

1 

1.35E+07 

1 


Recirculated (RI) 

6458 

0.73 

9.62E+06 

0.714 


Total Overlapped 

13675 

1.55 

2.16E+07 

1.606 


Table 1. The number of photo-electrons received by the CCD camera in a predefined region of interest. 
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Figure 5. Maximum intensity of Rayleigh scattered light 
recorded during measurements in a Mach 1.6/Mach 5.5 
combustion heated jet compared with cold flow (black 
symbols). Data are obtained using light recirculation 
(red), and using the normal configuration (blue). 

When these two images, DI and RI, are super imposed on 
the same interferogram, the combined pattern contains 61% 
more photo-electrons than the normal DI image. Although 
this signal increase is lower than the increase obtained in 
previous experiments with dual-cavity IRS (of about 85%), it 
is a considerable advantage since it could allow a reduction 
of the energy of the probing laser by the same amount or an 
increased range of measurable temperatures using the same 
laser energy. 

Signal intensity measurements are also performed on 
interferograms obtained in the facility at Mach 1.6/Mach 5.5 
enthalpy test conditions. The measurements are performed in 
the jet’s far field at (x, r)/d = (7.45, -0.35), where x is along 
the jet axis, r is the radial direction, and d is the nozzle exit 
diameter (63.5 mm). The average jet temperature and 
streamwise velocity are estimated to be 850 K and 605 m/s, respectively. 10 More information about the measured 
and estimated temperature and velocity values for these experiments can be found in references 5 andll. Three 
consecutive interferograms containing the signal to solve for two components of flow velocity at up to six points are 
shown in Fig. 4. The fluctuations in velocity (Doppler shift) and temperature of the gas (spectra broadening) are 
seen as changes of the signal pattern with respect to the reference pattern. The variations in flow density are seen as 
variations in signal intensity. As described in the interferogram processing methodology of Reference 5, during the 
second step, the locations of the laser beams in the interferogram are detected by binning all pixel columns into one 
averaged column of data. The resulting distribution approximates the intensity distribution across the laser beams. 
Neglecting the non-uniform background coming from averaging of the reference pattern, the distributions can be 
fitted with Gaussian functions (the laser beam profile is approximately Gaussian). The locations of the maxima of 
these distributions give the location of the beams with respect to the center coordinate of the interferogram and are 
used in the procedure to extract spectra from the interferogram. The integral of these signal functions provide the 
means of estimating the total number of photons collected by the system. Because the two signals are originating 
from the same spatial location in the flow, the ratio of these signals (integrals) is approximately a constant 
independent of the laser energy. This ratio depends only on the optical system and is 1.4 (± 0.1) for the setup using 
light recirculation and 1.17 (± 0.1) without. 

The measurements of intensity for one component of flow velocity are shown in Fig. 5 with light re-circulation 
(red symbols) and without (blue symbols) together with a measurement using light re-circulation in cold air flow 
(black symbols) for reference. The averages of these values are shown as straight lines. The cold airflow (subsonic), 


Figure 4. Single shot consecutive interferograms 
showing changes in flow properties during 
measurements, (a), t = t 0 , (b), t = t 0 + 1/20 sec, 
and (c) t = t 0 + 2/20 sec. The temporal resolution 
of each image is about 40 nsec. 
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which was used for measurements because it has fewer particles than stagnant air, is obtained by flowing (filtered 
compressed) air (at room temperature) through the facility nozzle between normal combustion tests. The jet exit 
velocity is estimated (measured) to be 226 m/s (263 m/s). The measurement volume for this data is located in the 
mixing layer at (x, r)/d = (7.45, -1.24), were the flow temperature is about 300 K (~81°F) and the magnitudes of 
velocities are small. 

The average maximum intensity of the signal using light re-circulation during this dynamic tests is 1.8 times 
greater that the average maximum intensity of the signal in the absence of light re-circulation. The intensity 
variation around the mean represents both the pulse-to-pulse variation of the laser energy and the variation in 
intensity of the signal due to changes in flow density. 

IV. Conclusion 

Dual-pass light recirculation is demonstrated for the first time on an interferometric Rayleigh scattering system. 
The present configuration provides many advantages, including: instantaneous measurements; simultaneous multi- 
point measurements along a line; simultaneous measurement of two orthogonal components of velocity; improved 
stability and accuracy by continuous mixing of the Rayleigh scattered light with the reference laser light; the 
measurements are not affected by laser frequency drift, interferometer alignment errors, vibrations and background 
light scattering, and the measurements are not affected by particles scattering at reasonable levels due to direct 
imaging optics. 

Recirculating of Rayleigh scattered light increases the number of photons analyzed by the system up to 1.8 times 
compared with the previous configurations. This is equivalent to performing measurements with the previous system 
with less laser energy or in gas flows at higher temperatures. 
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